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This paper describes establishment by computational and experimental methods of the American
National Standard Institute (ANSI) N13.11 X-ray radiation fields by the Korea Atomic Energy
Research Institute (KAERI). These fields were used in the standard irradiations of various personal
dosimeters for the personal dosimetry performance test program performed by the Ministry of
Science and Technology of Korea in the autumn of 1995. Theoretical X-ray spectra produced from
two KAERI X-ray generators were estimated using a modified Kramers' theory with target
attenuation and backscatter correction and their spectral distributions experimentally measured
by a high-purity germanium semiconductor detector through proper corrections for measured
pulse height distributions with photopeak efficiency, Compton fraction, and K-escape fraction.
The average energies and conversion coefficients obtained from the computation and
experimental methods, when compared with ANSI N13.11 and the recently published National
Institute of Standards and Technology X-ray beams, appeared to be in good agreement-+3%
between corresponding values-and thus, could be satisfactorily applied in the performance test
of personal dosimeters. Environ Health Perspect 105(Suppl 6):1417-1421 (1997)
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Introduction
The International Organization for
Standardization (ISO) recognized the need
to study the energy dependence ofprotec-
tion-level dosimeters, particularly photo-
graphic film and thermoluminescent
dosimeters, in the low and medium energy
ranges. This led to the narrow spectrum
series of filtered X-radiations and fluores-
cence reference radiation. An ISO Standard
(1) published in 1979 is comprised of nar-
row and wide spectrum series that included
the fluorescence radiations. In addition, an
amendment (2), addendum (3), and revi-
sion (4) of ISO 4037 were published and
introduced the low- and high-rate series
of filtered X-radiations. The American
National Standard Institute (ANSI) has
also published the ANSI X-ray beams for
personnel dosimetryperformance tests (5,6).
In the above documents, average
energies ofX-radiations were determined
from spectral measurement. The Monte
Carlo method has been used to calculate
monoenergetic radiation for the conversion
coefficients between photon fluence or air
kerma and the dose equivalents (7-9).
However, for photon radiation, which has
a continuous spectrum, a dose equivalent
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quantity must be calculated by integrating
the product of photon fluence, or air
kerma, and the conversion coefficient for
each energy level over the entire energy
range of the spectrum. This procedure
requires detailed knowledge of the photon
spectrum over the whole energy region.
This paper describes establishment
ofANSI N13.11 X-ray-filtered radiations
by computations based on Kramers'
theory but include target attenuation and
backscatter correction, and by experi-
ments that measured spectral distributions
with a high-purity germanium (HPGe)
semiconductor detector. The average
energies and conversion coefficients were
calculated from the above computational
andexperimental X-ray energy spectra.
Theory
Kramers' formula (10) gives the brems-
strahlung energy emission, Nk(E), per unit
energy interval per electron as
Nk(E) =CZ(Eo-E) [1]
where Eo is the energy of the bombarding
electrons, Zis the atomic number ofthe tar-
get material, and Cis a constant (2.76x106
[keV interval electron]-'). But Kramers'
theoretical spectra incorporated many sim-
plifying assumptions. For example, the
backscattering ofelectrons in the target was
neglected, the bremsstrahlung cross sec-
tions were assumed to be independent of
electron energy, and the absorption ofpho-
tons in the target was ignored. Because the
factors for X-ray absorption and electron
backscattering are now known to a much
higher degree ofaccuracy, a more accurate
evaluation of the X-ray continuum from
the target is possible.
The number of photons within the
energy interval k+dk in the continuum ofa
filtered X-ray beam produced from a target
per incident electron may be written as
Nk = A,k FBk/Ti kTi
*exp -Iji,p.xijdk/47rD2
where Nk= number ofphotons/cm-2/sec'
in the energy interval k to k+ dk per inci-
dent electron; IA,k= intensity ofX-ray pho-
tons of energy k per incident electron;
FB,klTi
= backscatter factor; FCklTi
= target
[2]
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attenuation factor; k= photon energy in
keV; Ti initial electron energy in keV;
exp(-X,u1pjxj) =attenuation due to filters of
mass attenuation #, density p, and thickness
x; and D=distance ofpoint ofmeasurement
fromX-raytube focus, in cm.
Where appropriate, the contribution




The continuum energy intensity at photon
energy k generated by an electron pene-
trating a distance in the target element is
given by
Ak A Jfk Q(dT/dx) dT [3]
where N is Avogadro's number, p is the
density of the target, A is the atomic
weight, dTldx is the relative stopping
power, and Qis the X-ray energy intensity
per unit energy interval per incident elec-
tron flux per atom. The Q value can be
obtained from Morin et al. (11) and the
stopping power data from the International
Commission on Radiation Units and
Measurements (ICRU) (12), and Equation
2 can be rewritten as
IA,k =FAk(Ti -k) [4]
Equation 3 gives the energy intensity and
must be divided by the photon energy to
give the number of photons per energy
interval. The numerical values ofFA,k are
given in Table 1 for a tungsten target.
TargetAttenuaion
To determine the effect ofthe attenuation of
X-ray produced within the target, it is neces-
sary to know both the relative number and
energy distribution ofthe electrons in the
target. The Thomson-Whiddington (T-W)
Law (13) frequently is used to calculate the
Table 1. Values of FA,k used for calculation of the
spectra.








maximum depth at which a photon of
energy k can be produced by an incident
electron ofenergy Ti. The law states that,
after penetrating a distance x into the
material along with the incident direc-
tion, the electrons have their energy
related to kas
k=(Ti - pCx)2
energy and varies typically by less than
10% for the angle ofincidence, between 0
and 450; the electron backscatter correction
factorFB,kIT. may be expressed as
iw=k/T dn (W -k/lTi)dw
B,k/Ti 1 1 -(klTi) [7]
[5]
where C is the T-W constant and p is
density ofthe target material.
Illes (14) uses a method similar to the
T-W Law: the continuous slowing down
range approximation (CSDA). Ifthe mean
range of the electron is expressed as a
fraction of RWT., the CSDA, the attenua-
tion correction'factor Fc,k , for photons of
energy k/Tiis given by
FCkiT = exp-[(fc,k/ RwJeT )/wkcot0] [6]
where RW,T = the CSDA range in g/cm2
of an electron energy Ti in tungsten;
fC,k/Tj=values of the mean depth ofpro-
duction as a fraction ofthe CSDA range;
fwk= mass attenuation coefficient in tung-
sten for photons ofenergy k-, and 0= tube
angle in degrees (450).
A graph OffC,k1T versus k/Ti is shown
in Figure 1. The values for RWk,T were
taken from the dataofICRU 37 (12).
Bakscatter Correction
A backscatter term should be included to
correct for electrons scattered back from
the focal spot. Antolak and Williamson
(15) performed Monte Carlo calculations
for a wide range ofincident electron ener-
gies, angles ofincidence, and atomic num-
ber. Their results confirm that for a given
target material the backscatter factor is
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Figure 1. Effective depth ofX-ray production as a ratio
ofthe CSDA range.
in which the number of backscattered
electrons of relative energy w is repre-
sented by the differential dn/dw. Figure 2
shows FB,k/T as a function ofkITi.
CharacteristicX-rays fromtheTarget
In addition to the X-ray continuum,
characteristic fluorescence X-rays are pro-
duced by the tungsten target. This rela-
tionship is discussed elsewhere (16,17).
Birch and Marshall's work (18) was used
in this paper to calculate the number of
characteristic K- and L-series X-rays:
Nk =9.535 x104
R
{UO .lnUo AR .C
-(UO - 1)}
9.535x 104 R 0.365(U0 -1)1.63
AR .C
[8]
where Nk= number of characteristic
K-X-rays of tungsten produced by an
incident electron; AR= mass number of
target; C= constant= 1; R= correction of
backscatter of election 1; Uo= Ti/Ek;
and Ek= K-absorption energy oftarget.
The number ofL-X-rays is given by
N -3(Ek EJ)Nk [9]
u.3 -
0 0.2 0.4 0.6 0.8 1.0
FsTi
Figure 2. Backscattercorrection factor.
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Experiment
Spectrl Measurements
X-radiations were obtained using an
HF75C generator (Pantak, UK, 3.0 kW)
for low-energy radiations and an MGN325
generator (Philips, Germany, 3.2 kW) for
medium-energy radiations. Spectral pho-
ton measurements were determined at a
distance of 2 m from the focus using a
HPGe planar semiconductor (GLP 32340,
Ortec, USA, detector thickness 13 mm).
The detector was placed in lead shielding
10 mm thick with an 0.8-mm hole in the
front to protect against saturation ofthe
detector (Figure 3). 133Ba,24IAm, and 137Cs
gamma sources were used to calibrate the
detector and its pulses were registered on a
portable multichannel analyzer (PMCA-
7500, Ortec). The pulse data were processed
in a personal computer after saving on mag-
netic tape. Then the correction for K-escape
photons, Compton continuum, and detector
efficiencywere made.
For detectors thicker than 4 mm, the
K-escape for a pencil beam is significant
only through the entrance surface and is
independent ofthe detector dimension and
geometry. K-escape fractions were obtained
based on the work ofChen et al. (19).
For a thick detector and photon energies
between the Ge-K-edge (11.1 keV) and
approximately 50 keV, it is assumed that K-
escape is the only significant source ofloss.
The full energy peak efficiency, P(E), was
therefore calculated from the K-escape
fraction K(E) to be
P(E) = 1-K(E) [10]
For energies below approximately 15 to 20
keV, absorption in the detector window
will be significant. The correction factor
was calculated from absorber thickness.
For energies above approximately 50 keV,
the full energy peak efficiency strongly
depends on the detector dimension, so it
was measured with 133Ba, 241Am, and
57Co radioactive sources emitting X-
and gamma-rays of known energies and
emission rates.
The Compton continuum arises from
the partially absorbed photons registered in
the energy channel, particularly those
above the 50-keV energy range. This can
be fitted with a second-order polynomial
and an additional triangle to account for
multiple scattering. When stripping con-
tinuous spectra, however, the assumption
of a uniform Compton continuum with a
Figure 3. X-ray spectrometry system. Abbreviations: ADC, analog to digital converter; MCA, multichannel
analyzer; PC, personal computer.
triangle that allows for multiple scattering
was proven sufficient (19). In Figure 4, the
rectangular shape sufficient for continuous
spectra as the effect ofthe distribution near
the Compton edge is smoothed in the
polyenergetic spectrum. The effect is
cumulative, however, at the low energies.
This is accounted for by the additional tri-
angle at energies 0<E<ECI3, and the mul-
tiple Compton scattering is accounted for
by the triangle at 0<E<4E,/3, where EC is
the Compton edge energy in keV.
UnfoldingMethod
In the high-energy range, which requires
only a photopeak correction, the corrected
spectrum, I(E), can be calculated from the
measured spectrum, M(E), by
I(E)= ( ) forEmo -Ek <E<Ema P(E)
ma k
[11]
where P(E) is the photopeak efficiency at
energy E, Emax is the maximum energy of
the measured spectrum, and Ek is the
K-fluorescence energy ofGe.
In the medium-energy range, the
K-escape correction is included
I M(E)-I(E+ EK)K(E + EK)
P(E)
for Ecm. <E< Em -Ek [12]
where K(E) is the K-escape fraction at
energy Eand Ecmax is the Compton edge
energy corresponding to the maximum









Figure 4. Simplified model of Compton background. Ec
is the Compton edge energy and h is the Compton
fraction/E.
In the low-energy range, the correction
for the Compton escape component is
also included.
((E) = P
((M(E) -I(E +EK)K(E +EK))
EmaxI(EA)C(EX) E
for E< ECmax [13]
where C(EX) is the Compton fraction for
an incident energy Ex, E, is the energy of
the Compton edge corresponding to the
incident energy EX, and Eis the channel
width used in the spectral correction.
In these formulas an averaged K-X-ray
energy of Ge of 10 keV is assumed.
Therefore E+ 10 (keV) represents the
energy channel contributing K-escape
counts to the energy channel Eunder
consideration.
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Results and Discussions
Averae Energ
Calculated and measured spectra are
presented in Figure 5 and compared to the
ANSI N13.11 (6) X-ray beams. The calcu-
lated and measured spectra satisfactorily
approximated the prescribed spectra. Small
deviations were noticed for ANSI M60
spectrum, where the calculated spectrum
was narrower than the prescribed, and the
bump appearing on the prescribed M150
spectrum near 70 keV smoothed out on
the calculated spectrum.
ISO standard 4037 (4) defines average
energy, Ea, as
JEmaxOEE [14] Ea- Emax .EdE
where E= dfEldE is the quotient of the













continuous spectrum) with energies between
Eand E+dEand the energy interval dE. The
average energy for each spectrum was calcu-
lated by dividing the spectrum into 0.2 keV
energy intervals and reading the number of
photons associated with energy intervals
from the calculated spectrum.
The average energies from the calculated
and measured spectra are compared to the
ANSI N13.11 X-ray beams (6) in Table 2.
Agreement between the corresponding val-
ues is generally good, with one exception;
because ofthe wide spectrum ofMl50, the
present measured value is about 5% higher
than that ofANSI N13.11.
Conversion Coefficients
The spectrum weighting calculations were
done by using the calculated and measured
X-ray spectral data, the conversion factors
for monoenergetic radiation ofICRU slab
(8), and the values for the attenuation
coefficients ,u(E) from Hubbell (21). The
91 121
Energy, keV
Figure 5. Comparison ofANSI (solid line), calculated (circle), and measured (dashed line)X-ray spectra.
Table 2. Comparison of average photon energies forANSI N13.11 X-ray.
Average photon energy, keV
Tubevoltage, kV ANSIa Calculated Measured
M30 20 19.4 19.9
M60 35 35.2 34.6
M100 53 51.3 54.2
M150 73 73 76.7
H150 118 118.3 118.7
"Data from the American National Standard Institute(6).
Table 3. Conversion coefficients from air kerma Kato Hp(10)and Hp(0.07)forANSI N13.1 1 X-ray.
ANSI N13.11a Calculated Measured
Tubevoltage, kV Hp(1O)b Hp(0.07)b Hp(10) Hp(0.07) Hp(10) Hp(0.07)
M30 0.42 1.02 1.40 1.01 1.43 1.02
M60 1.00 1.21 1.03 1.23 0.98 1.21
Mi1O 1.52 1.49 1.49 1.46 1.52 1.51
M150 1.78 1.64 1.76 1.62 1.82 1.68
H150 1.71 1.60 1.71 1.56 1.74 1.62
'Data from the American National Standard Institute (6). hHp (10) and Hp (0.07) are personal dose equivalents at
depths of 10 and 0.07 mm from skin layer.
cubic spline interpolations were used to





where the bin width, AE, for the
summations were 0.2 keV.
ANSI N13.11 used the phantom made
of polymethylmetacrylate (PMMA) and
conversion coefficients corrected by the
ratio of backscattering factor between a
PMMA slab and the reference ICRU tissue
cube phantom. This posed some serious
problems, one ofwhich was the relatively
large increase in some ofthe photon con-
version coefficients. Another argument is
that no dosimeter can ever respond per-
fectly to backscatter because of the neces-
sity for package material of the dosimeter
(22). A metrologically more satisfying
solution has been adopted by the ISO (23)
in specifying that dosimeter irradiations
below 300 keV be performed on a water-
filled phantom. Such a phantom repro-
duces the backscatter characteristics of
ICRU tissue to within 2% (24). This
study, therefore, uses the monoenergetic
conversion coefficients of ICRU slab (8)
and the results are shown in Table 3. Good
agreements between the values of the
recently published conversion coefficients
ofANSI N13.11 (22) and those in this
studywere achieved within 3%.
Conclusions
The average energies and the conversion
coefficients of calculated and measured
X-ray spectra in this study were in good
agreement (within ±3%) with those for the
ANSI beams. An exception was the average
energy of M150, about a 5% difference.
The reason for this slightly higher differ-
ence appeared to be that the ANSI adopts a
wide beam, which would cause not only
the uncertainties in spectrum measurements
in detectors because of their different
energy responses but also the difficulties in
unfolding the measured spectrum.
The agreements between the theoreti-
cal and measured data of this study and
those ofANSI beams appear acceptable;
therefore it is concluded that ANSI
N13.11 X-ray radiation fields have been
set up successfully and could be satisfac-
torily applied in performance tests of
personal dosimeters.
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